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Identifier 1 Identifier 2 Analysis | Comment | Preparation | Method
235489 HWO04 g(1781) P-37595 | 2CH 02/09/2012 | hd_9v.met
Additional Information
Infomation Gas Configuration
Peak Center found at [1956] Gas H2
Background: 3.75 mV,0.76 mV Magnet [Steps] 980
Pressure Adjustment: Left: 8998.0 Right: 9001.6 ( Manual A{ Cups 1
Ref. Name: d 2H/1H VS. 20
HD-5b -263.980 /SMOW
0 | H3 Factor | 2.382616
Raw Data

Int.2 Int.3 Int.2 Int.3 rR 3H2/2H2| R rd 3H2/2H2 [per | d d 2H/1H

Sample Sample Standard | Standard 3H2/2H2 | mil] vs. HD-5b | 3H2/2H2 | [per mil] vs.

[mV] [mV] [mV] [mV] [per mil] | VSMOW

vs.
QNN
Pre 8984.196 | 2266.488
1 8970.495 | 2666.929 | 8960.491 | 2260.348 0.2759269 | 0.000274 195.066 -120.408 | -120.408
2 8959.006 | 2662.969 | 8937.939 |2253.979 0.2758935 | 0.000274 194.879 -120.545 | -120.545
3 8946.452 | 2659.627 | 8914.045 | 2248.195 0.2759669 | 0.000274 195.037 -120.429 | -120.429
4 8934.724 | 2655.382 | 8891.416 | 2241.780 0.2759099 | 0.000273| 194.640 -120.721 | -120.721
5 8921.991 | 2651.392 | 8868.616 |2235.753 0.2759173 | 0.000273 194.679 -120.693 | -120.693
6 8909.974 | 2648.181 | 8846.103 | 2229.891| 0.2759863 | 0.000273 194.834 -120.578 | -120.578
Evaluated Data
Mean Std.Dev. ST. Error Atom% Outlier
d 3H2/2H2 [per mil] vs. VSM{ -120.562 0.130 0.053 0
d 2H/1H [per mil] vs. VSMOW, -120.562 0.130 0.053 0.013695 0
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